INTRODUCTION
============

In recent years, the search for esthetic solutions by orthodontic patients has increased. Aiming to achieve a less invasive, more esthetic, hygienic, and comfortable orthodontic treatment, transparent and removable orthodontic aligners have increasingly become a popular alternative to conventional treatment with metallic brackets.[@B1] ^-^ [@B3]

Aligner therapy is based on the sequential use of aligners to gradually move the teeth to the desired position. The forces and moments required for malocclusion correction are generated by the difference between the shape of aligners and the teeth.[@B4] ^,^ [@B5] Scientific reports have demonstrated that extrusion movements with aligners are the most difficult ones;[@B6] ^,^ [@B7] therefore, the use of movement accessories such as attachments is indicated.[@B8]

Attachments are small structures with well-defined geometry used to generate forces or moments, increasing the capacity of orthodontic aligners to move the tooth[@B9] ^,^ [@B10]. Although attachments have great potential, their use in dental practice is restricted because just a few studies have evaluated its mechanical behaviour,[@B10] ^-^ [@B12] and there is a significant gap of information about the biomechanical performance of these accessories based on their size, geometry, and forces.[@B9] ^,^ [@B10] Although the study of Dasy et al.[@B11] observed higher retention force for beveled attachments than rectangular or ellipsoid ones, and Cai et al.[@B10] optimized an attachment for tooth translation, no study evaluated the efficacy of attachments for tooth extrusion.

Therefore, the present study aims to evaluate *in vitro* the forces generated on the X, Y, and Z axes, developed by different attachment designs, associated with orthodontic aligners during the extrusion movement of an maxillary central incisor. The study hypothesis is that changes in attachment design produce different loads on the tooth.

MATERIAL AND METHODS
====================

Model preparation and dental software program
---------------------------------------------

The maxillary model used as three-dimensional reference was obtained free of charge at Cadnav.com. The original model had 7,048 vertices, 14,028 triangles, and a file size of 908 kilobytes. The low-resolution mesh of this model would hinder its recognition by computer-aided design (CAD) software program, so the mesh was manipulated using Meshmixer (Autodesk, California, USA), and a more refined design was then obtained and recognized by the dental software (CAD/CAM OrthoAnalyzer 2013, 3Shape, Copenhagen, Denmark), which was used to simulate orthodontic movements.

The model was parameterized in the following stages: segmentation of the tooth and determination of the limit between tooth and gingiva; identification of the mesiodistal limit of each tooth; and determination of the long axis of the tooth. In the parameterized model, a 0.33-mm extrusion movement was simulated on the Z-axis of the right maxillary incisor, considering the Z axis to be equal to the long axis of the tooth.

Development and insertion of the attachments
--------------------------------------------

Three attachment designs were developed using the Sketchup software (Trimble, California, USA), as shown in [Figure 1](#f1){ref-type="fig"}. Although the designs were slightly based on the conventional rectangular, bevelled and ellipsoid conventional attachments, they represent a new geometry and concept, aiming to optimize attachments design for free of patents use. The marginal faces of attachments are larger than conventional models, increasing their prominence, and a retentive inclined plane in the vestibular face of the attachment was created to increase its active area.

Figure 1Attachment 1 in lateral view (A) and frontal view (B). Attachment 2 in lateral view (C) and frontal view (D). Attachment 3 in lateral view (E) and isometric view (F).

The first attachment geometry (Figs 1A and 1B) consisted of a rectangle with 8 mm² on its gingival face and a 3-mm thickness from the dental surface to the frontal face, to provide aligner retention.

The second attachment geometry (Figs 1C and 1D) was designed for force application at 45^o^ from the movement, thus facilitating aligner insertion. It was designed from a 2*x*4*x*1 mm^3^ cuboid, associated with two 0.87*x*4 mm^2^ rectangular planes angled at 45^o^ with the cuboid surface.

The third attachment geometry (Figs 1E and 1F) presented a frontal face without edges and less protrusive, with a vestibular length of 3.32 mm. This geometry was presumably more comfortable than the others.

All the attachments were inserted in the central area of the right maxillary incisor using the mean point between the following guidelines: incisal edge, cementoenamel junction and the proximal contact points.

Model prototype and aligner manufacture
---------------------------------------

The models were imported into the Meshmixer software to be prototyped. Two models were prototyped for each attachment. The first model (phase 0), with the teeth in the original position, was used to calibrate the device for force measurements in the initial position. The second model (phase 1) with a 0.33-mm extrusion of tooth \#11 on the Z axis, was used to develop the aligner in which the forces would be measured. In both models, a cylindrical section was performed to allow the connection of tooth \#11 to the device for force measurements ([Fig 2](#f2){ref-type="fig"}C). The prototypes were printed in a 3D printer (model ZprinterProJet CJP360, 3Dsystems, Valencia, USA), with a resolution of 2 layers/min and interlayer resolution of 0.08 mm. It was used a monochromatic high-performance print material, composed by zp131 Powder (Z Corporation, Burlington, USA).

Figure 2A) Force measurement device, with three load cells coupled. B) Three points for model fixation in the device. C) Cylindrical cut for connection between the teeth and the device. D) Cylindrical shaft created in the central incisor.

Aligners were made for each prototyped model using BioStar (Scheu, Iserlohn, Germany) with a positive pressure of 6 bar. Polyacetal DH aligner (Dhpro, Paraná, Brazil), with thickness 0.75 mm and d = 125 mm, was used to build the aligners. After acetate cooling, the edges of the aligner were cut with an HM carbide cutter (Scheu, Iserlohn, Germany) and polished with Finishing Set (Scheu, Iserlohn, Germany).

Force measurements
------------------

[Figure 2](#f2){ref-type="fig"}A shows a schematic view of the device used to measure the forces generated by the aligners. The device was specifically developed for the present study. Three one-dimensional load cells, with a capacity between 0.01 and 7.5 N and a precision of 0.01 N (Diamond, Hong Kong, China), calculated the load on the X, Y, and Z axes. The device was calibrated by weighing the aligners in each axis to verify whether only pure forces were measured, thus ensuring that torque would not affect the outcomes. A frame allowed the fixation and adjustment of the model, as well as the connection of the right central incisor to the measurement device, as shown in [Figure 2](#f2){ref-type="fig"}. The model was screwed to the frame in three points, as highlighted in [Figure 2](#f2){ref-type="fig"}B, and no movement of the model was observed during the test. [Figure 3](#f3){ref-type="fig"} shows the model fixed to the frame.

Figure 33D-printed model, with thermoplastic aligner fixed in the frame.

The maxillary central incisor, kept in position in the model, was connected to the measurement device through a metal rod abutment ([Fig 2](#f2){ref-type="fig"}D). The metal rod was fixed in the maxillary central incisor using a ruler to maintain the vertical axis previously established, and it was fixed to the device with a screw nut. The difference between the cylindrical van in the model and the cylindrical rod of the upper central incisor was around 1 mm. With phase 0 aligner in position, the model position was adjusted until the load cells showed a load of zero, when the auto-zero function was activated.

Three aligners were fabricated for each attachment model. Each aligner was measured three times (27 measurements). The values obtained by the force measurement device are expressed in grams-force (gf) and were converted to Newton, multiplying it for 9.8. The resultant force and the angle of inclination () of the resultant force on the Z axis were calculated according to the forces components observed in the three axes.

The data were checked for normality (Shapiro-Wilk test) and homoscedasticity (Bartlett's test), and assessed by one-way ANOVA and Tukey's test, with a 95% significance level (α=0.05).

RESULTS
=======

Data on the forces generated on the X, Y, and Z axes and the resultant force are shown in [Table 1](#t1){ref-type="table"}. The X-axis represents the forces towards the mesial (positive) and distal (negative) direction of the tooth. Note that the assessed attachments showed significant differences between them: attachment 2 produced the lowest force and had the opposite direction, when compared to the other attachments.

Table 1Mean and standard deviation of the forces (N) developed in the three axes (X, Y and Z), the resultant force from the 3 axes and from X and Y axes, and the angle of the resultant inclination, using orthodontic aligners associated to three attachments designs.Force (N)Angle of the resultant inclination in Z axis (^o^)X axisY axisZ axisResultant force from the 3 axesResultant force from X and Y axesAttachment 10.47 ± 0.06^a^0.25 ± 0.02^b^2.53 ± 0.02^a^2.59 ± 0.01^a^0.53 ± 0.04^b^11.9 ± 1.1^c^Attachment 2-0.17 ± 0.02^c^-1.27± 0.05^a^2.17 ± 0.01^b^2.52 ± 0.03^b^1.28 ± 0.05^a^30.6 ± 1.1^a^Attachment 30.35 ± 0.01^b^0.26 ± 0.03^b^1.12 ± 0.01^c^1.20 ± 0.01^c^0.44 ± 0.01^b^21.3 ± 0.2^b^[^3]

The Y-axis represents the force towards the buccopalatal direction, and it was positive for the buccal direction and negative for the palatal one. Forces in attachments 1 and 3 were towards the buccal direction and showed no statistically significant difference between them, but they both generated forces of significant lower intensity and inverse direction than did attachment 2, whose forces were towards the palatal direction.

The Z-axis represents the extrusion (positive) and intrusion (negative) movements of the tooth. As expected, the three attachments showed positive forces, with statistically significant differences in their intensity.

The three attachments revealed significant differences in the resultant force, as illustrated in [Figure 4](#f4){ref-type="fig"}. Note that attachment 1 had the highest resultant force. The angles of inclination of the resultant force on the Z-axis are shown in [Table 1](#t1){ref-type="table"}. Attachment 1 had the lowest angular deviation from the Z-axis, and attachment 2 showed the highest angular deviation - these angular deviations were statistically different. However, when the resultants forces from the X and Y axes are observed, attachment 3 showed the significant lowest deviation from Z, whereas attachment 2 had the highest deviation.

Figure 4Resultant forces analyzed on the, X, Y, and Z axes.

DISCUSSION
==========

Different attachment geometries provide different loadings on the maxillary central incisor, regarding the resultant force and forces on the Z and X axes. The forces generated on the Y axis were similar between attachment models 1 and 3. Among the three attachments, attachment 2 differed more sharply from the other two, not only in its force intensity on all axes, but also in its force direction on the X and Y axes. In fact, the plane designed to incline the force to 45^o^ had an excessive effect.

On the X axis, attachment model 2 generated 0.17 N in the negative direction, which is not considered high enough to perform an orthodontic movement - the literature recommends that at least 0.35 N should be applied to perform this type of movement.[@B13] Conversely, attachments 1 and 3 showed forces in the distal direction with different intensities: attachment 1 exceeded the 0.35 N proposed in the literature, while attachment 3 generated exactly 0.35 N, being on the threshold of tooth movement. The presence of these mesiodistal forces can be attributed to jittering that could develop between the aligner and the attachment; differences in the number of teeth on which the aligner is supported on each side of the moved teeth; and morphological differences between the mesial and distal surfaces of the moved teeth.

Regarding the Y-axis, attachment 2 generated a negative force of 1.27 N, favouring palatal tooth movement. Even with the opposite force developed by the aligner, the high force magnitude on the Y-axis exceeded 0.35 N; which, according to the literature, would be enough for orthodontic movement. However, attachments 1 and 3 showed similar forces on the Y axis: 0.25 and 0.26 N, respectively, both in a positive direction and not able to promote tooth movement. It is believed that the force in attachment 2 was towards the palatal direction due to its pyramidal geometry. In this model, a force exerted on the Z-axis when applied to the plane at 45^o^ from the movement direction can be decomposed into a force on the Y-axis, which would help explain the palatal direction of the forces generated in this attachment model. Another explanation is the plane inclined towards the incisal surface, which differs significantly from the other attachment designs and could develop intrusive forces, decreasing forces on the Z axis and increasing them on the Y-axis.

To develop an design for pure extrusion movement, the attachment should ideally generate null forces on the X and Y axes. None of the analyzed attachments was able to exercise null forces on any of the axes X and Y. The performance of attachment 3 was close to that, since its forces were not enough for tooth movement on the Y axis and similar to threshold forces on the X-axis, with the lowest resultant force on the X and Y axes, being the most promising design. Although showing higher angular deviation from the Z-axis than did attachment 1, this was mainly due to the lower intensity of the force on the Z axis, rather than the intensity of the other components of the resultant force. Although these attachments designs are unique and represent a new geometry and concept, aiming to optimize attachments design for use free of patents, to date, no studies have been conducted on attachment designs for extrusion movement with aligners in the maxillary central incisor, nor with the conventional attachment. Just one study has evaluated the attachment geometry for canine translation.[@B12] Hence, it is not possible to compare those attachment designs with the ones developed in this study, since the dental movements evaluated are different and it is necessary to optimize the attachment design for each dental movement.

Regarding the forces on the Z axis, attachment 1 had the highest force intensity, due to its rectangular face at an angle of 90^o^ in the force direction and possibly due to its larger protuberance than the other attachments, allowing for a bigger contact area between the aligner and the attachment. Attachment 2, even at an angle of 45^o^ with the Z axis, revealed an intermediary force, possibly because of its 1*x*4 mm² rectangular face in the cervical area of the teeth ([Fig 1](#f1){ref-type="fig"}C). For having a rounded geometry, with no edges, attachment 3 showed a smaller contact area with the Z axis, and generated a lower force on it, in addition to a lower inclination of the attachment on its cervical face, showing a more vertical shape, allowing force intensity to decrease on the Z axis. The analysis of retentive force of conventional aligners has pointed that the ellipsoid attachment presented lower retention than rectangular or bevelled designs,[@B11] which besides of geometric and size differences can be in accordance to the present study, where the rounded attachment (design 3) presented lower forces in Z axis.[@B11] There was no contact between the incisal edge and the aligner to perform an extrusion movement; so there was not a normal force (opposite to the movement) which opposed the extrusion movement. It is known in the literature that a minimum load of 0.35 N and maximum load of 0.6 N are needed for tooth extrusion, but the intensity varies according to root shape and size.[@B13] In this study, all attachments generated a force 3 to 7.5 times higher than the minimum threshold for extrusion movement, and 2 to 4 times higher than the maximum force. A limitation of this study concerns the fact that, in the tested model, all teeth, except for the right incisor, were fixed to each other and to the model. So, they exercised a rigid anchorage to move the right incisor, which could increase the forces on this tooth. However, in clinical situations, all teeth used to anchor the movement are free and the periodontal ligament can release part of the generated stress, and lower force intensity can be developed to extrude the tooth.

Furthermore, in the present study, the forces were measured immediately after aligner insertion, but it has been reported that significant stress relaxation is observed in the aligners in the first eight hours after instalation,[@B14] what would decrease the forces transferred to the tooth. However, more studies are needed to observe the behaviour of these aligners associated with the attachments over a long term. These higher forces should be viewed with caution, as excessive forces applied to orthodontic movement can cause injuries to the supportive tissues. Several studies have shown that orthodontic aligners promote root resorption that is similar to or lower than that generated by conventional brackets.^15,16^ Hemanth et al.[@B17] ^,^ [@B18], using finite element method (FEM), observed that dental extrusion movement causes tensile stress in the dental apical area and compressive stress in the cervical portion of the root, which is in accordance to the system proposed by Proffit et al.[@B13] These effects may be maximized with the increase of forces generated during an orthodontic treatment; however, further studies are needed to evaluate these biological effects.

By analyzing the resultant force, one can observe that among the three assessed designs, attachment 3 is the one with the lowest force intensity on the X and Y axes, although the intensity is twice as high as the maximum load recommended in the literature, and its biological effects remain unknown. In addition to the mechanical aspects described, some other advantages include the rounded edges, as they help lower retention, facilitating aligner removal. Attachment 2 generated excessive force on the Y-axis; consequently, it cannot be indicated for pure extrusion movement, but its application could be investigated when the tooth also requires an inclination of the palatal plane. Finally, attachment 1 is similar to attachment 3 on the Y axis, with the lowest angular deviation from the resultant force, and exercises higher forces on the Z and X axes, which would be undesirable in clinical application.

Therefore, the results obtained in this study do not allow the direct indication of these attachments for immediate clinical use, but the proposed method is simple and promising for the biomechanical evaluation of attachments in orthodontic movements with aligners. A load cell, with a capacity between 0.01 and 7.5 N and a precision of 0.01 N, was used to build the measuring force device, its precision is higher than other orthodontic force tester describe in the literature,[@B19] and enough for evaluating orthodontic forces, being a simple tool to optimize attachments design. These results may contribute to scientific advances and knowledge of biomechanical attachments, leading to the optimization of new attachments and improving treatment predictability regarding extrusion movements.

CONCLUSION
==========

Despite the limitation of this study, it may be concluded that: (1) different attachment geometries generate forces with significantly different intensity and direction; (2) attachment 3 had the best mechanical performance among the three models evaluated. Its force on the Z axis was enough for orthodontic extrusion and significantly lower than that of the other attachments, although the force intensity can still be considered high; forces on the Y axis are not enough for moving teeth and in X axis is on the threshold of tooth movement; (3) further studies are needed to improve attachment 3 design and to evaluate its biological effect on the supportive tissue.
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